






unFors
Calibration Certificate

Upstate Medical Physics

Dustin Gress Certificate No.: 3533-20 I02503

Date of Calibration:
Model:

03/25/10
407L

Product:
Serial No:

Unfors Mult-O-Meter

3533

Your instrument has passed several strict tests and has been approved (or delivery.
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2,5mm AI + O,5mm AI
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2%
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Dose Flu, RF-Wide Low

51 10 320 73.9 71.3 1.04 74.1 0.3% -5% 5%
71 10 320 149.2 148.8 I 148.8 -0.3% -5% 5% Cal. point
143 8 320 416.2 421.5 1.00 421.5 1.3% -5% 5%

Total Filtration = 2,5mmAI
*See User's Manual, section specification

Dose RAD, RIF-Wide High

51 10 320 929.5 891.5 1.04 927.2 -0.2% -5% 5%
71 10 320 1869 1863.0 I 1863 -0.3% -5% 5% Cal. point
143 8 320 5224 5254.0 1.00 5254 0.6% -5% 5%

Total Filtration = 2,5mm AI
*See User's Manual, section specification
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Calibration Certificate

UpState Medical Physics
Dustin Gress

unForsUJ

Certificate No.: 5138-10152009

Date of Calibration:
Serial No:

10-15-09
5138

Product:
Model:

Unfors Mult-O-Meter
309

Your instrument has passed several strict tests and has been approved for delivery.

kVpMammo

Generator Settinas Measurements Specification
kVp mAs Reference MoM

kVp kVp Deviation
23 20 22,9 23 -1,3% -2% 2%
25 20 24,9 25 0,4% -2% 2%
28 20 27,9 28 0,1% -2% 2%
32 20 31,9 32 0,6% -2% 2%
35 20 34,9 35 0,4% -2% 2%

Total Filtration - 30/lm Mo

Dose Mammo

Generator Settings Measurements Specification
kVp mAs Reference MoM Correction Corr. MoM Deviation

~Gy ~Gy factor * ~Gy

25 20 1769,1 1657,0 1,06 1756,4 -0,7% -5% 5%
28 20 2541,8 2537,0 1 2537,0 -0,2% -5% 5%
35 20 47796 51740 092 47601 -04% -5% 5%

Total Filtration - 30/lm Mo
* See User's Manual, section specification

Time

Generator Settinas Measurements Specification
kVp mAs ms Reference MoM

Ims ms Deviation
71 10 320 320 320 -0,2% +/- 0,5% or 3 diaits

Cal. point
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unFors
Certificate No.: 141536-08282009

Upstate Medical Physics

Dustin Gress

Certificate of Calibration
Unfors Xi Light Detector

Date of Calibration:

Serial Number:

Luminance

8-28-2009

141536

Product:

Model:

Illuminance

Unfors Xi External Detector

Light

Measurements

Ref. value Xi value spec. 3%
(cd/m') (cd/m') Deviation (%)

5,000 5,029 0,6%

1000 9989 -01%

3001 3018 0,6%

Measurements

Ref. value Xi value spec. 3%
(lux) (lux) Deviation (%)

197,4 200,0 1,3%

Luminance measured with Unfors Xi setting at Luminance CRT

Calibration conditions

Temperature

Relative air humidity

72°F ± 3°F

40 % ....60 %

Page 3 of 4

The Unfors Concept

@)C)6)
Accurate fe.ult 10. to I,.m heket .Inet



unFors
Certificate No.: 141538-10092009

UpState Medical Physics

MarkWu

Certificate of Calibration
Unfors Xi Light Detector

Date of Calibration:

Serial Number:

Luminance

10-9-2009

141538

Product:

Model:

Illuminance

Unfors Xi External Detector

Light

Measurements

Ref. value Xi value spec. 3%
(cd/m') (cd/m') Deviation (%)

5,000 4,991 -0,2%

1000 1000 00%

3001 3016 0,5%

Luminance measured with Unfors Xi selling at Luminance CRT

Calibration conditions

Temperature

Relative air humidity

72°F ± 3°F

40 % ....60 %

Page 3 of 4

The Unfors Concept

@)<:>~
Aecunte ntult 10 • 10 le.m Pocket .Ind



unFors
Certificate No.: 141525·04072009

Upstate Medical Physics

Dustin Gress

Certificate of Calibration
Untors Xi Light Detector

Date of Calibration:

Serial Number:

Luminance

4-7-2009

141525

Product:

Model:

Illuminance

Unfors Xi External Detector

Light

Measurements

Ref. value Xi value spec. 3%
(cd/m') (cd/m') Deviation (%)

5,000 5,014 0,3

1000 9994 00

3001 3016 0,0

Luminance measured with Unfors Xi selling at Luminance CRT

Calibration conditions

Temperature

Relative air humidity

72°F ± 3°F

40% ....60 %
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Upstate Medical Physics

Jason Sherman

unFors
Certificate No.: 141534-10302009

Certificate of Calibration
Unfors Xi Light Detector

Date of Calibration:

Serial Number:

Luminance

10/3012009

141534

Product:

Model:

Illuminance

Unfors Xi External Detector

Light

The Unfors Concept
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Measurements

Ref. value Xi value spec. 3%
(cd/m') (cd/m') Deviation (%)

5.000 5.026 0.5%

1000 999.6 0.0%

3000 2999 0.0%

Luminance measured with Unfors Xi setting at Luminance CRT

Measurements

Ref. value Xi value spec. 3%
(lux) (lux) Deviation (%)

200.0 199.8 -0.1%
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