








Radcal Corporation

Certificate of Conformance

Issued to: Upstate Medical Physics

7867 Parish Road
Victor NY 14564

Ref No: 891802

Equipment Description

Ion Chamber Converter

Model

9660

SiN

01-1288

The equipment identified above has been calibrated and tested using Radcal calibration and acceptance
procedure A4500005, Radcal Quality Manual PP1007, Radcal Policy and Procedure PP1038, PI1 045,
PI1 055 and other related documents. These procedures are designed to ensure that the tested
equipment meets or exceeds Radcal's specifications and the requirements of ANSliNCLS Z540-1-1994.

All measurements performed during the testing employ equipment traceable to NIST or another
recognized National Laboratory such as Physikalisch-Technische Bundesansalt (PTB).

For additional information please refer to Radcal's Product note: "The Importance of Conformance
Testing". Radcal recommends revalidation in 12 months.

Certificate Issue Date: 14-Nov-08
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Authorized Representative

426 W. Duarte Rd. Monrovia, CA 91016
Tel: (626) 357-7921 FAX: (626) 357-8863 email: service@radcal.com

This Certificate of Conformance shall not be reproduced except in full, without the written approval of Radcal Corporation.
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