Certificate number: 060219215i208628-A-1

RaySafe~

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 R/F
Serial number 208628
Manufacturer RaySafe

CALIBRATION RESULT

LN

|ACCR DITEDI

CALIBRATION CERT 3031.01

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 10/4/2022

As left 10/6/2022
Adjustment done Yes

Tested by Channell Kennedy

Kierra Sullivan

Approved by /14#%;4 P—5
Jose@éz
Finalization technician

Certificate date 10/6/2022

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the

specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

Air kerma: 5 %, Air kerma rate: 5 %
Time: 0.5 %, Voltage: 2 %

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation

{A2LA) and the results shown in this certificate
otherwise in this certificate.

have been determined within the scope of accreditation unless stated

(VA 0 0

This certificate may not be reproduced other than in full, Page 1 of 7
except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 060219215i208628-B-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 R/F
Serial number 208628
Manufacturer ~ RaySafe

MR GIARI

This certificate may not be reproduced other than in full,

RaySafe"

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found

As left
Adjustment done
Tested by

Approved by

Certificate date

except with the prior written approval of Unfors RaySafe Inc.

10/4/2022
10/6/2022

Yes

Channell Kennedy
Kierra Sullivan

480,
<

Josefi:(Dy ~
Finalizatieri technician \

10/6/2022

A
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Certificate number: 060219242i246432-B-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT
Product X2 MAM

Serial number 246432
Manufacturer ~ RaySafe

(TR

This certificate may not be reproduced other than in full,

RaySafe~

Laboratory

Unfors RaySafe Inc.

2 Science Road
Glenwood, IL 60425-1586
USA

+1-833-296-9240

customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found

As left
Adjustment done
Tested by

Approved by

Certificate date

except with the prior written approval of Unfors RaySafe Inc.

10/5/2022
10/17/2022

Yes

Channell Kennedy
Elijah Thompson
Kierra Sullivan
Tommy Cox

Josefin{Di

Finalization technician
10/17/2022

%47 g
)

AR ORI

Page 1 of 6



Certificate number: 060219242i246432-A-1

RaySafe™

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT
Product X2 MAM

Serial number 246432
Manufacturer RaySafe

CALIBRATION RESULT

®a

|ACCREDITED|

CALIBRATION CERT 3081.01

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 10/5/2022

As left 10/17/2022
Adjustment done Yes

Tested by Channell Kennedy

Elijah Thompson
Kierra Sullivan
Tommy Cox

Approved by

Josefin n:y
Finahz;m technician 2{
Certificate date 10/17/2022

AS FOUND: One or more measured and tested values of this certificate are within the specifications by a margin
less than the expanded measurement uncertainty. Therefore, it is not possible to state conformance
with specifications for those measurements.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications
Air Kerma: 5 %

Voltage: 2 % or 0.5 kV (without paddle), 2 % or 0.7 kV (with paddle)

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation

(A2LA) and the results shown in this certificate
otherwise in this certificate.

This certificate may not be reproduced other than in full,

except with the prior written approval of Unfors RaySafe

have been determined within the scope of accreditation unless stated

A A O

Page 1 of 8

Inc.



RaySafe~
Certificate number: 060219181i263391-1 ay Q e

Calibration Certificate

»

|ACCR D1 EDI

CALIZRATION CERT 3081.01

Customer Laboratory

UPSTATE MEDICAL PHYSICS Unfors RaySafe Inc.
BLOSSOM DR 1290 2 Science Road

14564 VICTOR Glenwood, IL 60425-1586
us USA

+1-833-296-9240

customerservice.us@Qraysafe.com

CUSTOMER INSTRUMENT CALIBRATION INFORMATION
Product X2 CT As found 10/4/2022
Serial number 263391 As left 10/10/2022
Manufacturer RaySafe Adjustment done Yes

Tested by Channell Kennedy

Kierra Sullivan
Approved by d/jgz, 4

Jose 'fg[)n/'[z—'
Finalization technician

Certificate date 10/17/2022

CALIBRATION RESULT

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the
specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the
specification.

Relevant instrument specifications

Air kerma: 5 %

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated
otherwise in this certificate.

RN (R

This certificate may not be reproduced other than in full, Page 1 of 5
except with the prior written approval of Unfors RaySafe Inc,



RaySafe
Certificate number: 060219178i262308-1 ay a

Calibration Certificate

LS

lACCREDITEDI

CAUBRATION CERT 3081 01

Customer Laboratory

UPSTATE MEDICAL PHYSICS Unfors RaySafe Inc.
BLOSSOM DR 1290 2 Science Road

14564 VICTOR Glenwood, IL 60425-1586
us USA

+1-833-296-9240
customerservice.us@raysafe.com

CUSTOMER INSTRUMENT CALIBRATION INFORMATION
Product X2 Survey As found 10/4/2022
Serial number 262308 As left 10/10/2022
Manufacturer ~ RaySafe Adjustment done Yes
Tested by Channell Kennedy
Kierra Sullivan
/!
Approved by [ ZNg _—
Josefina DGZ J
Finalization-technician

Certificate date 10/17/2022

CALIBRATION RESULT

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the
specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the
specification.

Relevant instrument specifications
Air kerma: 5 % (RQA), 10 % (N-series)

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated
otherwise in this certificate.

ARG ARG A

This certificate may not be reproduced other than in full, Page 1 of 5
except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 0602191568i211138-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 Light
Serial number 211138
Manufacturer RaySafe

CALIBRATION RESULT

AS FOUND:

RaySafe~

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found

As left
Adjustment done
Tested by

Approved by

Certificate date

10/4/2022
10/6/2022
Yes

Joseph Hertl

/fﬁ

JoseflnaCD/;/
Finaliza technician < j

10/17/2022

One or more measured and tested values of this certificate are within the specifications by a margin

less than the expanded measurement uncertainty. Therefore, it is not possible to state conformance
with specifications for those measurements.

AS LEFT:
specification.

Relevant instrument specifications

Nluminance: 3 %
Luminance: 3 %

[NARRVANGRTA

This certificate may not be reproduced other than in full,

except with the prior written approval of Unfors RaySafe

Inc.

All measured and tested values of this certificate were found to be in conformance with the

A R
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