Certificate number: 060218442i218926-A-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 R/F As found

Serial number 218926 As left

Manufacturer ~ RaySafe
Tested by

Approved by

Certificate date

CALIBRATION RESULT

Adjustment done

Finatization technician
10/3/2022

RaySafe™

|ACCR 1 EDI

CALIERATION CERT 3081.01

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION
9/12/2022
9/13/2022

Yes

Kierra Sullivan

——

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the

specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

Air kerma: 5 %, Air kerma rate: 5 %
Time: 0.5 %, Voltage: 2 %

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated

otherwise in this certificate.
ARV

This certificate may not be reproduced other than in full,
except with the prior written approval of Unfors RaySafe Inc.

A
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Certificate number: 060218442i218926-B-1

RaySafe~

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 R/F
Serial number 218926
Manufacturer ~ RaySafe

(NI

This certificate may not be reproduced other than in full,

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.usQraysafe.com

CALIBRATION INFORMATION

As found 9/12/2022

As left 9/13/2022
Adjustment done Yes

Tested by Kierra Sullivan

Approved by /lii,_(_q 215

Josef'n;(Diéz €
Finalization technician™

Certificate date 10/3/2022

O

Page 1 of 4

except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 060218794i222236-A-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

RaySafe™

CALIBRATION CERT 308101

Laboratory

Unfors RaySafe Inc.

2 Science Road
Glenwood, IL 60425-1586

us USA
+1-833-296-9240
customerservice.us@raysafe.com
CUSTOMER INSTRUMENT CALIBRATION INFORMATION
Product X2 MAM As found 9/21/2022
Serial number 222236 As left 9/23/2022
Manufacturer ~ RaySafe Adjustment done Yes

Tested by

Approved by

Channell Kennedy
Elijah Thompson
Tommy Cox

Ppr.Cr

Certificate date

CALIBRATION RESULT

Josefipaﬁ a ><
Finalizatien technician <

10/3/2022

AS FOUND: One or more measured and tested values of this certificate were found to be non-conformant with the

specifications.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

Air Kerma: 5 %
Voltage: 2 % or 0.5 kV (without paddle), 2 % or 0.7 kV (with paddle)

This laboratory is accredited according to ISO/IEC 17025:2017 by the
(A2LA) and the results shown in this certificate have been determined
otherwise in this certificate.

RO

This certificate may not be reproduced other than in full,
except with the prior written approval of Unfors RaySafe Inc.

American Association for Laboratory Accreditation
within the scope of accreditation unless stated

A I
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Certificate number: 060218794i222236-B-1

RaySafe~

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT
Product X2 MAM

Serial number 222236
Manufacturer ~ RaySafe

(RN

This certificate may not be reproduced other than in full,
except with the prior written approval of Unfors RaySafe

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 9/21/2022

As left 9/23/2022

Adjustment done Yes

Tested by Channell Kennedy
Elijah Thompson
Tommy Cox

9
Approved by 47>'<Z/ o

Jos% ina Diaz
Finalization technician—______
Certificate date 10/3/2022

0
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Inc.



RaySafe-
Certificate number: 060218447i215771-1 Qy G

Calibration Certificate

B

IACCR TEDl

CALIBRATION CERT 3081.01

Customer Laboratory

UPSTATE MEDICAL PHYSICS Unfors RaySafe Inc.
BLOSSOM DR 1290 2 Science Road

14564 VICTOR Glenwood, IL 60425-1586
us USA

+1-833-296-9240
customerservice.us@raysafe.com

CUSTOMER INSTRUMENT CALIBRATION INFORMATION
Product X2 Survey As found 9/12/2022
Serial number 215771 As left 9/15/2022
Manufacturer ~ RaySafe Adjustment done Yes

Tested by Kierra Sullivan

Approved by ﬁ_g(”;i(z Lz
Josefipa/Di 5
Finalization technician

Certificate date 10/3/2022

CALIBRATION RESULT

AS FOUND:  All measured and tested values of this certificate were found to be in conformance with the
specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the
specification.

Relevant instrument specifications

Air kerma: 5 % (RQA), 10 % (N-series)

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated
otherwise in this certificate.

R 10 O

This certificate may not be reproduced other than in full, Page 1 of 5
except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 060218541i217580-1

Calibration Certifica

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 CT
Serial number 217580
Manufacturer ~ RaySafe

CALIBRATION RESULT

RaySafe™

te

&

|ACCR EDl

CALIBRATION CERT 308101

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 9/14/2022

As left 9/21/2022
Adjustment done Yes

Tested by Kierra Sullivan

Approved by

A:SAV 27 "
Josefiria y’z
Finalization technician ¢

Certificate date 10/3/2022

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the

specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

Air kerma: 5 %

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation

(A2LA) and the results shown in this certificate
otherwise in this certificate.

have been determined within the scope of accreditation unless stated

(MR A A

This certificate may not be reproduced other than in full, Page 1 of 5
except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 060219100i289439-1

RaySafe"

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 Light
Serial number 289439
Manufacturer  RaySafe

CALIBRATION RESULT

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@Qraysafe.com

CALIBRATION INFORMATION

As found Not performed

As left 10/3/2022

Adjustment done Yes

Tested by Joseph Hertl

Approved by ,/_],_('/’\7/ L)

~

Josefina Diaz 6
Finalié{i}ofé:hnician

Certificate date 10/3/2022

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

lluminance: 3 %
Luminance: 3 %

BRI

This certificate may not be reproduced other than in full,

0O

Page 1 of 4

except with the prior written approval of Unfors RaySafe Inc.
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