Certificate number: 060223309i246287-A-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 R/F As found

Serial number 246287 As left

Manufacturer ~ RaySafe Adjustment done
Tested by

5

Approved by

Certificate date

CALIBRATION RESULT

RaySafe-

i

|ACCR ITED'

CALIBRATION CERT 3(81 01

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

2/7/2023
2/9/2023
Yes

Amber Ramos
Joseph Hertl

1A

2/13/2023 2

T o
/Jo’sefma laz
Finalization technicia

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the

specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

Air kerma: 5 %, Air kerma rate: 5 %
Time: 0.5 %, Voltage: 2 %

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated

otherwise in this certificate.

NR A

This certificate may not be reproduced other than in full,
except with the prior written approval of Unfors RaySafe Inc.

(RN
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Certificate number: 060223309i246287-B-1

RaySafe™

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 R/F
Serial number 246287
Manufacturer ~ RaySafe

T

This certificate may not be reproduced other than in full,
except with the prior written approval of Unfors RaySafe

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 2/7/2023

As left 2/9/2023
Adjustment done Yes

Tested by Amber Ramos

Joseph Hertl

Approved by %/ >
Jos% 942 -
Finalization technician

Certificate date 2/13/2023

AN TR

Page 1 of 4

Inc.



Certificate number: 060223336i246200-A-1

RaySafe™

Clalibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 MAM
Serial number 246200
Manufacturer ~ RaySafe

CALIBRATION RESULT

LN
(AccREDTTED)

CALIZRATION CERT 3031.01

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 2/8/2023

As left 2/8/2023
Adjustment done Yes

Tested by Elijah Thompson

Joseph Hertl

Approved by

Finalization technician
Certificate date 2/13/2023 k—

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the

specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications
Air Kerma: 5 %

Voltage: 2 % or 0.5 kV (without paddle), 2 % or 0.7 kV (with paddle)

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation

(A2LA) and the results shown in this certificate
otherwise in this certificate.

have been determined within the scope of accreditation unless stated

NN A

This certificate may not be reproduced other than in full, Page 1 of 7
except with the prior written approval of Unfors RaySafe Inc.



L

Certificate number: 060223336i246200-B-1

RaySafe~

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 MAM
Serial number 246200
Manufacturer ~ RaySafe

RN

This certificate may not be reproduced other than in full,

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 2/8/2023

As left 2/8/2023
Adjustment done Yes

Tested by Elijah Thompson

Joseph Hertl

Approved by

,ﬁ4?4£<27L/
Jos marg{z
Firtalization technician
Certificate date 2/13/2023

AN

Page 1 of 6

except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 060223380i229999-1

RaySafe”

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 Survey
Serial number 229999
Manufacturer ~ RaySafe

CALIBRATION RESULT

/

ACCREDITED

CALIBRATION CERT 3031.01

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found 2/8/2023

As left 2/8/2023

Adjustment done Yes

Tested by Channell Kennedy

2~

Approved by /44’%/ L2
Jozéﬁ:{?(; - L>.<_/
Finalizafion technician

Certificate date 2/13/2023 K

AS FOUND: All measured and tested values of this certificate were found to be in conformance with the

specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the

specification.

Relevant instrument specifications

Air kerma: 5 % (RQA), 10 % (N-series)

This laboratory is accredited according to ISO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated

otherwise in this certificate.

(NVANOA RO O

This certificate may not be reproduced other than in full, Page 1 of 5
except with the prior written approval of Unfors RaySafe Inc.



RaySafe"
Certificate number: 060223330i256791-1 ay a e

(alibration Certificate

)

ACCREDITED

CALIBRATION CERT 3081.01

Customer Laboratory

UPSTATE MEDICAL PHYSICS Unfors RaySafe Inc.
BLOSSOM DR 1290 2 Science Road

14564 VICTOR Glenwood, IL 60425-1586
us USA

+1-833-296-9240
customerservice.usQraysafe.com

CUSTOMER INSTRUMENT CALIBRATION INFORMATION
Product X2 CT As found 2/8/2023
Serial number 256791 As left 2/8/2023
Manufacturer  RaySafe Adjustment done Yes

Tested by Channell Kennedy

Approved by %/’z,,ﬁ
Josﬁﬁ‘la?gz
Finalization technician

Certificate date 2/13/2023 —

CALIBRATION RESULT

AS FOUND:  All measured and tested values of this certificate were found to be in conformance with the
specification.

AS LEFT: All measured and tested values of this certificate were found to be in conformance with the
specification.

Relevant instrument specifications

Air kerma: 5 %

This laboratory is accredited according to 1SO/IEC 17025:2017 by the American Association for Laboratory Accreditation
(A2LA) and the results shown in this certificate have been determined within the scope of accreditation unless stated
otherwise in this certificate.

AN [

This certificate may not be reproduced other than in full, Page 1 of 5
except with the prior written approval of Unfors RaySafe Inc.



Certificate number: 060223353i232789-1

Calibration Certificate

Customer

UPSTATE MEDICAL PHYSICS
BLOSSOM DR 1290

14564 VICTOR

us

CUSTOMER INSTRUMENT

Product X2 Light
Serial number 232789
Manufacturer ~ RaySafe

CALIBRATION RESULT

RaySafe"

Laboratory

Unfors RaySafe Inc.

2 Science Road

Glenwood, IL 60425-1586

USA

+1-833-296-9240
customerservice.us@raysafe.com

CALIBRATION INFORMATION

As found

As left
Adjustment done
Tested by

Approved by

Certificate date

2/8/2023
2/9/2023

Yes

Channell Kennedy
Elijah Thompson

: A(LQ/‘L/?

Josef}tﬁﬁp-" —
Finalization technician

2/13/2023 .

AS FOUND: One or more measured and tested values of this certificate are outside of the specifications by a
margin less than the expanded measurement uncertainty. Therefore, it is not possible to state
non-conformance with specifications for those measurements.

AS LEFT:
specification.

Relevant instrument specifications

lluminance: 3 %
Luminance: 3 %

(Ui

This certificate may not be reproduced other than in full,
except with the prior written approval of Unfors RaySafe

Inc.

All measured and tested values of this certificate were found to be in conformance with the

[

Page 1 of 5



